One Sentence Summary: Glaser et al. describe a light-sheet microscopy architecture that enables passive multidirectional illumination with confocal line detection to enable both uniform fluorescence excitation and contrast-enhanced imaging of fluorescently labeled samples. Abstract Light-sheet fluorescence microscopy (LSFM) has emerged as a powerful method for rapid and optically efficient 3D microscopy. Initial LSFM designs utilized a static sheet of light, termed selective plane illumination microscopy (SPIM), which exhibited shadowing artifacts and deteriorated contrast due to light scattering. These issues have been addressed, in part, by multidirectional selective plane illumination microscopy (mSPIM), in which rotation of the light sheet is used to mitigate shadowing artifacts, and digital scanned light-sheet microscopy (DSLM), in which confocal line detection is used to reject scattered light. Here we present a simple passive multidirectional digital scanned light-sheet microscopy (mDSLM) architecture that combines the benefits of mSPIM and DSLM. By utilizing an elliptical Gaussian beam with increased angular diversity in the imaging plane, mDSLM provides shadow-free contrastenhanced imaging of fluorescently labeled samples.
Introduction
Light-sheet fluorescence microscopy (LSFM), whose technological roots may be traced back over a century [1] , has recently seen intense development for a wide array of research investigations and potential clinical applications [2] [3] [4] [5] [6] [7] [8] [9] [10] [11] [12] [13] [14] [15] . The success of LSFM has stemmed from its ability to achieve extremely high-speed 3D imaging through camera-based detection in a configuration that is more optically efficient and "gentle" than other optical-sectioning approaches in terms of light dose (minimizing photodamage and photobleaching) [11, 16] . The LSFM approach achieves optical sectioning (rejection of out-of-focus light) by exciting fluorescence along a thin 2D illumination "light sheet" within a sample, which is imaged in the orthogonal direction with a high-speed detector array. The flexibility of this "dual-axis" configuration, where the illumination and collection beam paths are decoupled and may be individually optimized, is in contrast to conventional single-axis microscopes in which the illumination and collection beams travel along a common path.
The original LSFM design utilized a static light-sheet architecture and was termed "selective plane illumination microscopy (SPIM)" [9] . While simple and straightforward, this illumination method has a few limitations. First, the lack of angular diversity in the light sheet (i.e. the photons all travel in roughly the same direction), results in shadowing artifacts within the sample due to occlusions [17] . Second, the illumination light sheet is scattered in biological tissues, which generates an unwanted background that reduces image contrast (defined here as signal-to-background ratio, SBR), and consequently, imaging depth. To address the issue of shadowing artifacts, the multidirectional selective plane illumination microscopy (mSPIM) architecture was devised [18] , in which the light sheet is rotated in the plane of the sheet to average out the shadowing artifacts over time (assuming that the rotation is faster than the integration time of the detector array). At around the same time that mSPIM was developed, digital scanned light-sheet microscopy (DSLM) with confocal line detection was also developed to enhance image contrast with LSFM [5, 19, 20] . With DSLM, a Gaussian pencil beam is laterally scanned to create a 2D light sheet over time. The scanned pencil beam can be synchronized to the rolling shutter of a sCMOS detector array, which serves as a digital confocal slit to reject out-of-focus scattered light and thereby improve image contrast and/or depth.
Unfortunately, mSPIM and confocal DSLM are incompatible since rotating a pencil beam would cause much of the beam to rotate out of the confocal slit. In addition, an exceedingly high rotational rate (two orders of magnitude faster than mSPIM) would be required to match the integration time of a confocal rolling shutter (see Supplementary Materials for details).
While the issues of shadowing and reduced image contrast in the original SPIM design have been independently addressed, in part, by mSPIM and DSLM, a solution that simultaneously addresses both issues has not been reported. Here, we present an approach, termed multidirectional digitally scanned light-sheet microscopy (mDSLM), which utilizes an elliptical Gaussian pencil beam that provides a similar degree of "angular diversity" compared with mSPIM, for mitigation of shadowing artifacts, but does not require rotation of the beam.
Since mDLSM is a passive approach, it allows for confocal line detection to achieve improved contrast in comparison to SPIM/mSPIM. Finally, unlike computational approaches [21, 22] , mDSLM intrinsically enhances image quality and does not require downstream processing of notoriously large LSFM datasets [23] .
Given the growing interest in LSFM for both fundamental and clinical research, the improved image quality provided by the mDLSM approach should enable improved biological investigations as well as higher-fidelity pathology for accurate prognostication and treatment stratification [10, 24, 25] .
Results

Theory
Although an array of illumination beam types have been explored for LSFM [26] [27] [28] [29] , including propagation-invariant Bessel and Airy beams with shadow-mitigation properties, the majority of LSFM systems utilize Gaussian beams, for which the intensity is described by a solution to the paraxial Helmholtz equation (see Discussion section for a summary of non-Gaussian beam types). For a Gaussian beam propagating along the z-axis, the spatial intensity distribution in Cartesian coordinates (rather than the more-commonly used polar coordinate system), I(x,y,z), is given as: (1) , , = As expressed in Eq. (2), + and 1 are the beam radii in the x and y dimensions respectively (defined at the 1/e 2 intensity points). The Rayleigh ranges in the x and y dimensions, :,+ and :,1 , are given by in Eq. (3) and are defined as the axial extent from the beam focus to the point at which the beam radii has expanded to 2 larger than the beam waists, 4,+ and 4,1 , as expressed in Eq. (4) . NA x and NA y are the numerical aperture (NA) of the beam in the x and y dimensions, respectively.
With SPIM (Fig. 1a ), a cylindrical lens is used to illuminate the back focal plane (BFP) of an infinity-corrected objective (i.e. the Fourier plane) with a line focus, such that a twodimensional (2D) light sheet is generated within the specimen at the front focal plane (FFP) of the objective. With respect to the coordinates used in this study, the line focus at the BFP extends along the x axis, where the length of the line at the BFP determines the magnitude of NA x . For SPIM, a relatively low NA x is used to generate a light sheet that maintains its thickness over a relatively long axial propagation distance (i.e., long Rayleigh range) but at the expense of a thicker sheet (larger beam waist). Since the line focus at the BFP is narrow along the y axis (NA y ~ 0), there is no beam focusing in the y direction (i.e., the beam is collimated in the y direction). While simple and straightforward, this illumination method has two main drawbacks.
First, the lack of angular diversity in the y-direction, and minimal angular diversity in the x direction (for a low-NA light sheet), results in illumination shadowing artifacts within the sample due to occlusions [17] . Second, the illumination light sheet is scattered (Mie and Rayleigh scattering) in biological tissues, which generates an unwanted background that reduces image contrast (signal-to-background ratio, SBR), and consequently, imaging depth.
In the mSPIM design ( Fig. 1c ), a cylindrical lens is used to focus a line onto a pivoting mirror positioned at a conjugate front focal plane (FFP*) of the illumination objective. The pivoting mirror, combined with a tube lens, effectively translates the line focus at the BFP of the illumination objective (in the y direction), resulting in a rotation of the 2D light sheet within the sample over time (x-axis rotation), which provides sufficient angular diversity (if a timeaveraged image is obtained) to mitigate the shadows cast by occluding objects (Fig. 1d ). When compared to SPIM, NA x remains unchanged, whereas the effective NA y is enlarged by a given rotation angle (in a time-averaged sense). However, like SPIM, mSPIM still utilizes a 2D light sheet with widefield camera detection, which can lead to poor image contrast. In addition, the imaging framerate (i.e., speed) is constrained by the time it takes to physically rotate the light sheet through at least one full range (i.e. half a sinusoidal period) per frame.
To enhance image contrast with LSFM, digital scanned light-sheet microscopy (DSLM) with confocal line detection was developed [5, 19, 20] . Unlike SPIM and mSPIM, DSLM The multidirectional digital scanned light-sheet microscopy (mDSLM) architecture utilizes an elliptical Gaussian pencil beam with a higher NA along one axis (in the plane of the light sheet) to provide increased angular diversity for mitigation of shadowing artifacts, and a lower NA along the axis orthogonal to the light sheet in order to maintain a long depth of focus (i.e. a light sheet that maintains its thickness over a relatively long propagation distance). From
Eq. (1), it is apparent that the beam radii, waists, and Rayleigh ranges given by Eqs. The simulation results show that the standard DSLM beam is severely occluded by the glass sphere, resulting in >75% reduction in intensity at the beam focus relative to the intensity distribution in the absence of a glass sphere. In comparison, the mDLSM beam only experiences a ~10% reduction in intensity at the beam focus due to the glass sphere. The difference in the angular diversity of both beams through the glass sphere is depicted by the overlaid wavefront grids shown in the yz plane. In the corresponding experimental measurements, shown below the simulations, the same trends are observed. Both simulated and experimentally recorded illumination intensities were normalized to the intensity at the beam focus in the absence of a glass sphere.
To investigate the shadowing artifacts that would be observed during DSLM and mDSLM imaging, simulations and experiments were performed with laterally scanned beams, in which confocal line detection was used. Similar to a previous study [20] , the slit size, ABCD , was chosen to be 1.5× the beam diameter at the Rayleigh range (1.5 4,1 2 ). Note that although the mDLSM beam has a higher NA y than the DSLM beam, an identical slit size was used (based on the DSLM beam) to provide a similar degree of background rejection and optical sectioning. To further explore the dependence of the shadowing artifacts on both NA x and NA y , numerical simulations similar to the results shown in Fig. 2c were calculated for NA x = 0.03 -0.24 and NA y = 0 -0.24, both in increments of 0.03. The intensities at the beam focus are plotted in Fig. 2d . In general, increasing the angular diversity by maximizing NA y causes the intensity at the beam focus to remain high (i.e. it reduces shadowing artifacts). However, there is a decreasing benefit to increasing NA y as NA x is increased. This is due to the fact that as NA x is increased, it introduces sufficient angular diversity such that utilizing an elliptical Gaussian beam (with a much larger NA y ) is no longer needed for reducing shadowing artifacts. Note that for most LSFM systems, a relatively low NA x is desired to generate a long depth of focus in which the light sheet thickness is relatively constant over a long axial extent (propagation distance).
Finally, there appears to be a marginal benefit to increasing NA y beyond ~0.20, which corresponds to a focusing angle of ±10 deg. This is consistent with the pivoting angle typically used for mSPIM [18] .
One consequence of the elliptical Gaussian beam used in mDSLM is a decrease in the fluorescence signal at the edges of the field of view (i.e. at ±z R,x ) as NA y is increased. This is due to the more-rapid expansion of the Gaussian pencil beam in the y direction as one moves away from the beam waist (for a higher-NA beam), which causes the beam to overfill the confocal slit.
To explore this tradeoff, simulations over a range of NA x and NA y (same range as previously explored) were conducted in the absence of the glass sphere, in which the signal was recorded at the field edge (i.e. at ±z R,x ) . The results are plotted in Fig. 2e , showing that as NA y is increased, the signal at the beam edge is decreased. An alternative would be to increase the size of the confocal slit for an mDSLM system in order to minimize signal loss at the field edges, but at the expense of reduced background rejection and degraded contrast. Therefore, there is a balance in selecting NA y for a given NA x to optimize a mDSLM system, and in choosing an optimal confocal slit size. The focusing parameters used in the majority of this study for both DSLM (NA x = NA y = 0.06) and mDSLM (NA x = 0.06, NA y = 0.18) are indicated in Figs. 2d and 2e.
Note that in Fig. 2e , the signal roll-off at the field edge is negligible for DSLM, and is ~12% for mDSLM.
Imaging through small refractive heterogeneities (DSLM vs. mDSLM)
To For DSLM, large streaks and shadows due to the glass spheres are visible, causing intensity deviations on the order of ±30%. In comparison, images of the same phantom using mDSLM exhibit reduced streaks and shadows with intensity deviations on the order of ±12%.
Line profiles through the recorded images at a depth of z = 500 µm are shown. To quantify the severity of the shadowing artifacts for DSLM and mDSLM, the standard deviation in the illumination intensity along the y-axis, H,1 , for each z position, was calculated. The results, plotted in Fig. 3c , show that the standard deviation for DSLM is as much as 3× higher than for mDSLM due to the accumulation of more intense and persistent streaks and shadows.
mDSLM enhances imaging contrast in comparison to mSPIM
Experiments were conducted to explore the differences in image contrast between mDSLM, To quantify the contrast enhancement with mDSLM relative to mSPIM, the image contrast, = ST+ − SCU / ST+ + SCU , was calculated as a function of z for 20-µm wide regions of interest ( Fig. 4d ). To a depth of 1200 µm, mDSLM maintains an image contrast > 90%, whereas for mSPIM the image contrast degrades to ~30%.
mDSLM mitigates shadowing artifacts and enables contrast-enhanced imaging in biological tissues
The imaging performance of mDSLM in comparison to SPIM, mSPIM, and DSLM was assessed in fluorescently labeled biological tissues, which exhibit a wide distribution of scattering properties, occlusions, and refractive heterogeneities [35, 36] .
In a first set of experiments, optically cleared human breast tissue was labeled with eosin. The intricate combination of adipose and stroma in human breast tissue represents a biological structure similar to that of glass spheres in a fluorescent gel phantom. 2D images were generated through tiled acquisition at 50-µm increments along the z-axis to a depth of 1000 shown in Fig. 5b , with intensity line profiles plotted in Fig. 5c . Additional comparison images of human breast tissue are shown in Supplementary Figures 1 and 2 .
In a second set of experiments, the small intestine of a mouse was optically cleared and 
Discussion
In recent years, LSFM has become a powerful imaging tool for a variety of biological investigations, and has also shown promise for applications in clinical pathology [2-12, 14, 15, 29] . Although LSFM is conventionally used to image highly transparent objects such as sheet that maintains its thickness over a relatively long axial propagation distance) while a higher NA in the plane of the light sheet (NA y ) is used to generate angular diversity for the mitigation of shadowing artifacts. With mDLSM, increased angular diversity is passively provided in the beam itself, rather than generated by physically pivoting a beam over time (as with mSPIM). As a result, confocal line detection is possible (as with DSLM), as was described in the introduction, without additional speed constraints.
While we chose not to focus on it in this study, an additional passive multidirectional illumination approach, which is compatible with both SPIM and DSLM, is to utilize a diffraction grating positioned at a conjugate front focal plane (FFP*) of the illumination objective to increase angular diversity in y (see Supplementary Figures 4 -6 ) [37] . A grating-based approach directly generates angled 2D light sheets or 1D pencil beams at discrete angles within the sample. However, this approach is inefficient (typically there is power loss through transmission diffraction gratings), not achromatic (it is difficult to engineer a transmission diffraction grating which splits several incident wavelengths at the same angle), only increases the NA y at discrete angles, and results in an undesirable interference pattern due to the coherence of the various angled light sheets and pencil beams that overlap within the sample. This interference pattern must be time-averaged away by slightly dithering (spatially translating) the interference pattern within each camera exposure. Despite these drawbacks, the use of a diffraction grating to generate multiple angled 2D light sheets has a significant speed advantage over traditional mSPIM. While mSPIM requires the pivoting mirror to rotate a light sheet over its full angular range (~10 deg) within the framerate of the imaging camera, the use of a diffraction grating only requires the illumination beam to be rotated or translated enough to cause peaks in the interference pattern to move to the location of adjacent peaks (see Supplementary Figures 7 and   8 ). As a result, within a single scanning period (e.g. with a pivoting mirror), multiple shadow-free images can be acquired (~100 images, as shown in Supplementary Figure 8 ), reducing the speed requirements of the scanning mirror by several orders of magnitude. Videos and figures comparing the simulated and experimentally measured propagation of mSPIM and mDSLM beams generated with a diffraction grating are shown in Supplementary Videos 3 and 4 and Supplementary Figure 9 .
Another alternative for reducing shadowing artifacts is the use of a propagation invariant beam, such as a Bessel or Airy beam [14, [26] [27] [28] . However, while such beams do exhibit "selfhealing" properties, and therefore mitigation of shadowing artifacts, the out-of-focus side lobes that are necessary for self-healing also result in reduced image contrast, even when combined with confocal line detection. While advancements in computational deconvolution algorithms and technologies are currently in development (including the use of graphics processing units),
LSFM datasets are notoriously large, often terabytes in size, which can make an analog approach attractive for minimizing shadowing artifacts and maximizing image contrast [23] .
In summary, the mDSLM approach is advantageous in that it is a simple and passive method that does not rely on post-processing and can be readily incorporated into a standard DSLM architecture by inserting a cylindrical telescope to expand the NA along one axis. The mDSLM approach mitigates shadowing artifacts and is compatible with confocal line detection for contrast-enhanced imaging without imposing additional constraints on speed. More generally, the mDLSM approach demonstrates that decoupling the NA of the illumination beam along two orthogonal axes can provide an additional degree of freedom for the design and optimization of LSFM systems. Ultimately, the ability to rapidly generate 3D microscopy datasets with high imaging fidelity and optimal contrast/depth, as enabled by mDLSM, will be of value for ensuring accurate biological observations and clinical determinations.
Methods
Optical setup and image acquisition
A custom LSFM system was used for all experiments (see Supplementary Figure 1 
Numerical simulations
Numerical simulations were executed on the local workstation using a previously described BPM simulation architecture in MATLAB (R2017, Mathworks) [30] . For the results shown in Fig. 2 
Optical phantom experiments
For the first set of experiments, solid agarose phantoms were prepared by dissolving and melting agarose in deionized (DI) water (1% w/v) at 100-deg C on a hotplate with a magnetic stir bar.
Once fully dissolved, the agarose was cooled to 60-deg C, and 
Human breast tissue preparation and imaging
Human breast tissue was obtained through an IRB-approved protocol and the University of Washington Northwest Biotrust (NWBT). Breast tissue was first fixed in 10% formalin for 24
hours. After fixation, the tissue was grossly sliced to a thickness of approximately 1 mm, and passively cleared in a mixture of 60% TDE, 40% DI, and 0.1% v/v Eosin for 24 hours. Imaging was performed using λ ex = 488 nm to excite the Eosin dye. For all captured images in biological tissues, a background image was subtracted to account for ambient light contamination.
Mouse small intestine tissue preparation and imaging
Small intestine tissue was obtained from a sacrificed mouse. After removal, the small intestine was fixed in 10% formalin for 24 hours. After fixation, the sample was passively cleared in a mixture of 60% TDE, 40% DI, and 100 µM Acridine Orange. Imaging was performed using λ ex = 488 nm to excite the Acridine Orange dye. For all captured images in biological tissues, a background image was subtracted to account for ambient light contamination.
Correction for exponential attenuation of illumination light within samples
For images obtained from the Intralipid-infused agarose gel, as well as both biological specimens, scattering of the illumination light leads to exponential attenuation of the illumination light as a function of z in the samples. To better assess the changes in image quality as a function of z, images were individually normalized for this exponential attenuation.
The correction procedure consisted of first calculating the median intensity decay as a function of z in the image. This median intensity decay was then smoothed using a 10-pixel window and fit to an exponential decay, = \]^5 , to determine the scattering coefficient of the sample, µ s . For the agarose phantom containing Intralipid, µ s ~ 10 mm -1 . In the optically cleared breast tissue, µ s ~ 1.4 mm -1 . Finally, in the optically-cleared small mouse intestine, µ s ~ 0.7 mm -1 . This is roughly 10 times lower than the scattering coefficient of fresh tissue with no optical clearing (µ s ~ 10 mm -1 ) [38] .
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